[A multichannel infrared telemetry system for physiological signal].
This paper introduces the multichannel infrared telemetry system for temperature, respiration and ECG measurements. The experimental results are given at the end of the paper. This infrared telemetry system can be used in the environment with high electromagnetic interference, such as the operating room with electrosurgical unit and become an important monitor device.